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Calcium concentration may be a useful feature for distinguishing benign from malignant lung
nodules in computer-aided diagnosis. The calcium concentration can be estimated from the mea-
sured CT number of the nodule and a CT number vs calcium concentration calibration line that is
derived from CT scans of two or more calcium reference standards. To account for CT number
nonuniformity in the reconstruction field, such calibration lines may be obtained at multiple loca-
tions within lung regions in an anthropomorphic phantom. The authors performed a study to
investigate the effects of patient body size, anatomic region, and calibration nodule size on the
derived calibration lines at ten lung region positions using both single energy SE and dual energy
DE CT techniques. Simulated spherical lung nodules of two concentrations 50 and 100 mg/cc
CaCO3 were employed. Nodules of three different diameters 4.8, 9.5, and 16 mm were scanned
in a simulated thorax section representing the middle of the chest with large lung regions. The 4.8
and 9.5 mm nodules were also scanned in a section representing the upper chest with smaller lung
regions. Fat rings were added to the peripheries of the phantoms to simulate larger patients. Scans
were acquired on a GE-VCT scanner at 80, 120, and 140 kVp and were repeated three times for
each condition. The average absolute CT number separations between the calibration lines were
computed. In addition, under- or overestimates were determined when the calibration lines for one
condition e.g., small patient were used to estimate the CaCO3 concentrations of nodules for a
different condition e.g., large patient. The authors demonstrated that, in general, DE is a more
accurate method for estimating the calcium contents of lung nodules. The DE calibration lines
within the lung field were less affected by patient body size, calibration nodule size, and nodule
position than the SE calibration lines. Under- or overestimates in CaCO3 concentrations of nodules
were also in general smaller in quantity with DE than with SE. However, because the slopes of the
calibration lines for DE were about one-half the slopes for SE, the relative improvement in the
concentration estimates for DE as compared to SE was about one-half the relative improvement in
the separation between the calibration lines. Results in the middle of the chest thorax section with
large lungs were nearly completely consistent with the above generalization. On the other hand,
results in the upper-chest thorax section with smaller lungs and greater amounts of muscle and bone
were mixed. A repeat of the entire study in the upper thorax section yielded similar mixed results.
Most of the inconsistencies occurred for the 4.8 mm nodules and may be attributed to errors caused
by beam hardening, volume averaging, and insufficient sampling. Targeted, higher resolution re-
constructions of the smaller nodules, application of high atomic number filters to the high energy
x-ray beam for improved spectral separation, and other future developments in DECT may alleviate
these problems and further substantiate the superior accuracy of DECT in quantifying the calcium
concentrations of lung nodules. © 2009 American Association of Physicists in Medicine.
DOI: 10.1118/1.3148536
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Lung cancer is the leading cause of cancer death in both men
and women in the United States.1 In fact, it is responsible for
more deaths than the next three most common cancers co-
lon, breast, and prostate combined. In 2008, in the United
States, it was estimated that 161,840 people would die from
lung cancer.1 For all patients who are diagnosed with lung
cancer, the expected 5 year survival rate is only 15.5%,
3107 Med. Phys. 36 „7…, July 2009 0094-2405/2009/36„7…/3which is considerably worse than the rates for cancer of the
colon 64.8%, breast 89%, and prostate 99.9%.2 It is im-
portant to note that if the lung cancer is localized when it is
first detected, the survival rate is about three times greater
49.3% than the overall survival rate for all patients diag-
nosed with lung cancer.2 Although this positive outcome may
in part be due to lead time bias, wherein the appearance of
longer survival is a result of earlier diagnosis, early detection
is still a worthy goal.
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tory at the University of Michigan is developing algorithms
to detect and characterize lung nodules in CT images. One
feature of the lung nodules that we are trying to detect and
characterize is the amount and spatial distribution of cal-
cium. Benign pulmonary nodules often contain a significant
amount of calcifications with central, diffuse, laminated, or
popcornlike patterns.3 The presence of calcifications is a very
good indicator that the nodules are benign; however, this
presence is not a perfect discriminator. Calcifications can
also be present in a small percentage 6% of primary lung
cancers.
4 The amount of calcium in a nodule might be deter-
mined from the measured CT numbers of the volume ele-
ments voxels within the nodule in the CT images of the
patient. The CT number of a voxel is related to the effective
linear attenuation coefficient  of the tissues within the
voxel relative to the  of water. Since calcium has a greater
 than the other constituents of nodules, voxels that contain
calcium in general have greater CT numbers. In order for us
to use the amount of calcium in the nodules as a feature in
CAD, it is necessary to evaluate the accuracy of CT numbers
obtained with modern multidetector CT scanners.
We previously reported the results of an initial investiga-
tion in which simulated spherical lung nodules of various
sizes and two CaCO3 compositions were scanned within lung
simulating regions of an anthropomorphic thorax section
phantom using various single energy SE scanning
protocols.5 The purpose of the present study is to extend our
previous work to examine the effects of patient body size,
anatomical region, nodule size, and nodule position on SE
and dual energy DE CT DECT number vs calcium con-
centration calibration lines and on resultant estimates of the
calcium concentrations of nodules. It is expected that larger
body habitus should result in greater x-ray beam hardening
and x-ray scatter, which if uncorrected would decrease the
CT numbers of nodules and result in greater CT number and
calibration line nonuniformity with position in the lung field.
Furthermore, based on our previous study,5 it is expected that
larger lung/air regions may result in decreased CT numbers
of nodules. The reason for including DECT in the present
study is that it should be more immune to the above effects
and result in more accurate CT numbers.
The application of DECT to quantifying the amount of
calcium in solitary pulmonary nodules was first proposed by
Cann et al.6 In addition to compensating for inaccuracies in
the CT numbers of nodules arising from the x-ray beams
traversing through the very nonuniform and discontinuous
structural environment of the chest, Cann et al. claimed that
their DE approach should reduce the probability of incor-
rectly characterizing as calcifications the high CT number
regions in some nodules that are due to dense fibrous tissues.
This was based on their experimental phantom study using
solutions of K2HPO4 in water to simulate diffuse calcifica-
tions and glycerol to simulate high-density fibrous nodules.
High concentration K2HPO4 solutions and glycerol both had
similar high SE CT numbers, but the differences between the
CT numbers at low and high energies DECT were much
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lished calculations, under idealized conditions, support the
assertion of Cann et al. of a smaller DECT number differ-
ence for fibrous nodules and even indicates a change in the
polarity of the DECT results for such nodules. Using the
NIST XCOM x-ray attenuation computer program,7 we esti-
mate that the difference between the CT numbers of collagen
the principal protein of fibrous connective tissue at low and
high energies e.g., 56 and 74 keV for an 80 kVp/140 kVp
DE technique8 is small and negative e.g., 283 HU Houn-
sfield units −301 HU=−18 HU, whereas the CT number
difference is positive and larger for a diffuse calcification
e.g., 326 HU–214 HU=112 HU for 200 mg/cc CaCO3. It
is interesting to note that negative CT number differences
were obtained for some malignant lung nodules in a clinical
study discussed below.
The DE technique of Cann et al. estimated the mineral
content of a solitary pulmonary nodule from the measured
CT numbers of the nodule in images obtained at 80 and 120
kVp and from the CT numbers of water and calibration stan-
dards of known mineral content. The equation employed was
M =
H80 − W80 − H120 − W120
s80 − s120
, 1
where M is the mineral content of solitary pulmonary nodule
in mg/cc, H is the CT number of the solitary pulmonary
nodule, W is the CT number of a “water” nodule at a corre-
sponding location in a chest simulating phantom, s is the
slope of a calibration line determined from the CT numbers
and known mineral compositions of the calibration phantom
that is scanned simultaneously with the patient, 80 represents
80 kVp, and 120 represents 120 kVp. To our knowledge
Cann et al. only applied their method in phantom studies and
in a small clinical study of ten patients.9 Their initial results
indicated that calcium within pulmonary nodules could be
quantified with DECT. Two other research groups in the US
subsequently utilized DECT in larger clinical studies. Both
groups used the difference between the CT numbers of the
nodules at 80 and 140 kVp,
CT number difference = CT number at 80 kVp
− CT number at 140 kVp,
to characterize the calcium content of the nodules. In 1995,
Bhalla et al.10 evaluated 27 solitary pulmonary nodules of
patients who “presented for CT-guided needle aspiration bi-
opsy.” They found that the CT number difference of 16 of the
nodules were negative, and of these, 13 81% were malig-
nant and 3 19% were benign. The CT number difference of
11 of the nodules were positive indicating the presence of
calcium, and of these 10 91% were benign and 1 9% was
malignant. Overall the DECT method had a sensitivity of
77% and a specificity of 93%. In 2000, Swensen et al.11
reported the results of utilizing a similar DECT method in a
multicenter study. They evaluated 157 indeterminate lung
nodules prospectively. All of the nodules were solid, rela-
tively spherical, 5–40 mm in diameter, homogeneous, and
without visible signs of calcifications or fat. They found that
3109 Goodsitt et al.: QCT of lung nodules: SE vs DE 3109the median CT number differences were 2 HU for benign
nodules and 3 HU for malignant, and these differences were
not statistically significant. Therefore, they concluded that
DECT analysis “with current CT technology does not appear
to be helpful in the identification of benign lung nodules.”
The contrary results of these two studies may be due to dif-
ferences in the study populations and DECT methods.
Swensen et al. only studied indeterminate solid spherical
nodules that had no evidence of calcifications or fat, whereas
it does not appear that Bhalla et al. used as strict selection
criteria. In addition, Bhalla et al.10 determined the CT num-
bers of their nodules by averaging the values in regions of
interest ROIs in three adjacent slices, whereas Swensen et
al.11 used a single ROI “carefully constructed to approximate
the transverse shape of the nodule.” While the latter may
seem reasonable, in separate unpublished experimental stud-
ies of spherical lung nodules in anthropomorphic phantoms
we found differences as large as 26% between the mean CT
numbers in adjacent slices near the centers of the nodules.
We concluded that it is difficult to manually select a single
slice to represent the mean CT number of a nodule. There-
fore for our single energy SECT and DECT studies we
employ an automated segmentation method5 described
briefly in Sec. II C, below.
II. MATERIALS AND METHODS
II.A. Phantoms
The same anthropomorphic thorax section phantom with
foam lung regions that was used in our previous study5 was
used in this investigation. As before, the phantom was bo-
lused on both sides in the z direction with water equivalent
sections of the same shape as the thorax section including
open lung regions. Bolusing increased the effective thickness
of the thorax section phantom from 2.3 to 8.1 cm which is
useful for multidetector CT scans in which the total x-ray
beam collimation can range from 1 to 4 cm. New for this
study was the employment of fat and water equivalent plastic
rings that could be added to the peripheries of the thorax
phantom and the bolus sections to simulate large patients.
Finally a completely different thorax section representing an
upper section of the thorax with considerably smaller lung
regions and greater muscle and bone portions was also stud-
ied. Custom-fitted bolus sections and additional fat equiva-
lent and water equivalent rings were also applied to this
smaller thorax section. For each phantom setup, petroleum
jelly was spread on the faces of the adjacent thorax and bolus
sections and the sections were squeezed together to eliminate
air gaps with the vice system described in our previous
publication.5 The simulated nodules employed in our previ-
ous study, i.e., 4.8, 9.5, 16 mm diameter spherical balls of
CaCO3 in water equivalent plastic, were inserted into the
lung regions. There were five 50 mg/cc CaCO3 nodules of
each size and five 100 mg/cc CaCO3 nodules of each size,
for a total of 30 nodules. All phantom sections and nodules
Medical Physics, Vol. 36, No. 7, July 2009were manufactured by Computerized Imaging Reference
Systems, Inc. CIRS Inc., Norfolk, VA. Representative ex-
amples of the CT images of the phantoms are shown in
Fig. 1.
II.B. CT scans
All CT scans were performed on a General Electric Light-
Speed VCT scanner GE Healthcare, Waukesha, WI using
the high resolution 120 kVp technique 400 mA, 0.8 s, 32
0.625 mm2 slices, 0.3 mm slice interval 0.625 mm inter-
val for 9.5 mm nodules in the middle thorax, 0.531:1 pitch,
large scan field of view, 36 cm display field of view em-
ployed in our previous work.5 In addition, images were gen-
erated using the same high resolution parameters but at 80
and 140 kVp. Scans for each condition were repeated three
times. In order to generate CT number vs CaCO3 concentra-
tion calibration lines at each lung nodule location for this
study, images were acquired with both the 50 and 100 mg/cc
nodules of a particular size at the same locations in the lung
regions of the thorax sections. Scans were performed with
and without the added fat rings for both thorax sections.
Preliminary analysis of the above scans yielded the unex-
pected outcome that the DECT results for the 4.8 mm diam-
eter nodules in the upper thorax section were considerably
worse than the SECT results. This was the opposite of the
results in the middle thorax section. A review of the data did
not show any obvious outliers and in order to verify that
these results were true and not just a statistical anomaly, the
scans in the upper thorax were repeated about 8 months later.
(a)
(b)
(c)
(d)
FIG. 1. CT images of some of the conditions studied showing the positions
of the simulated lung nodules. a Middle thorax section, no fat ring, all 9.5
mm nodules, 50 mg/cc on right, 100 mg/cc on left. b Same as a but with
fat ring. c Upper thorax section, no fat ring, all 50 mg/cc, 4.8 mm nodules
on left, 9.5 mm on right. d Same as c but with fat rings. Note that the
nodules are not all perfectly centered in the z direction in a given slice. As
a result, some may appear slightly larger or smaller than others of similar
size e.g., nodule 7 in b appears smaller.Locations of the simulated lung nodules for these scans are
3110 Goodsitt et al.: QCT of lung nodules: SE vs DE 3110illustrated in Fig. 2, below. The locations were chosen to be
the same in the right lung of the upper thorax phantom as
before with a mirror image in the left lung to include an
anterior position 1 that is like 6, where the CT numbers in
the initial study were found to be elevated.
The simulated nodules were positioned by hand within
slits in lung simulating foam. Consequently, the centers of
nodules were not necessarily coplanar in the z direction.
Measurements made on all of the images in this study show
that the mean maximum z offsets and range of maximum z
offsets in parenthesis between the centers of the five indi-
vidual nodules of each size in the lung fields were 2.0 mm
1.2–3.3, 3.0 mm 1.6–4.9, and 3.8 mm 2.9–4.7 for the
4.8, 9.5, and 16 mm nodules, respectively. The nodules were
all scanned well within the 23 mm thick thorax sections
which are cylindrically symmetric. Thus the nodule sur-
roundings should be the same regardless of the z offset, and
the offsets should have had no effect on the measured CT
numbers of the individual nodules.
II.C. Analysis
II.C.1. Automated computation of mean CT
numbers of nodules
Representative mean CT numbers were determined using
the automated techniques described in our previous
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FIG. 2. Examples of images acquired in second experiment using the upper
section without fat ring with 4.8 mm diameter nodules. Right: Thorax secticalibration lines and underestimate u are for dual energy.
Medical Physics, Vol. 36, No. 7, July 2009publication.5 In brief, a 3D active contour algorithm was
employed to segment the nodules within 3D volumetric im-
ages which were interpolated to have isotropic voxels. For
nearly all cases in the present study, the slice interval was 0.3
mm, which was smaller than both the slice thickness, 0.625
mm, and the pixel size in the axial slices, 0.703 mm, so that
the pixel dimensions in the slices were interpolated to 0.3
mm by bilinear interpolation to achieve isotropic dimen-
sions. The weighted centroid of each nodule was computed,
and spherical VOIs that were 10% of the total volume of the
segmented volume were centered at the centroid for the com-
putation of the mean CT numbers. The 10% value was cho-
sen empirically based on our experience that a VOI of this
size was large enough to reduce noise fluctuation but was far
enough from the nodule boundary to minimize partial vol-
ume effects. Also, as mentioned in our previous publication,
the radius of such a 10% VOI is approximately equal to
one-half the radius of the segmented nodule.5 The number of
0.30.30.3 mm3 voxels contained in the 10% volumes
were about 240 for the 4.8 mm diameter nodules, 1770 for
the 9.5 mm diameter nodules, and 7720 for the 16 mm di-
ameter nodules.
II.C.2. Single energy CT calibration lines
Slopes and intercepts of the SECT calibration lines of CT
number vs CaCO3 concentration for each nodule position
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3111 Goodsitt et al.: QCT of lung nodules: SE vs DE 3111were computed from the average CT numbers of the 50 and
100 mg/cc CaCO3 nodules at those locations using the equa-
tions
slope =
CT number100 mg/cc − CT number50 mg/cc
100 mg/cc − 50 mg/cc
, 2
intercept = CT number100 mg/cc − 100 * slope, 3
where CT number is the average of the mean CT numbers for
three identical scans each automatically determined within
spherical VOIs of the specified 10% volume located at the
centroid of the segmented nodule.
II.C.3. Dual energy CT
The DECT numbers were computed by taking the differ-
ence between the mean CT numbers of the nodules at 80 and
140 kVp.
II.C.4. Average absolute CT number difference
The effects of different conditions e.g., different body
size or different nodule size on the calibration lines was
determined by computing the average absolute CT number
difference between the calibration lines for each condition.
As an illustration, consider the comparison of the calibration
lines determined with and without the additional fat rings.
The general equation for computing the average absolute dif-
ference between the calibration lines is
y¯ =
min
maxynfr − ywfrdx
min
maxdx
=
min
maxmnfr − mwfrx + bnfr − bwfrdx
min
maxdx
, 4
where the comparison is determined over a user selected
range of CaCO3 concentrations x going from “min” to
“max,” y is the ordinate CT number for SECT and CT
number at 80 kVp–CT number at 140 kVp for DECT, m is
the slope of the calibration line, b is the y intercept, and
subscripts nfr and wfr represent no fat ring and with fat ring,
respectively.
For this investigation, we chose to perform the computa-
tions over a concentration range of 0–200 mg/cc CaCO3,
where 200 corresponds to a concentration that is approxi-
mately twice that which produced the threshold CT number
on a GE 9800 CT scanner of a reference standard for dis-
tinguishing benign from malignant pulmonary nodules in the
original quantitative CT work of Zerhouni et al.12 Extrapo-
lation of measurements made at 50 and 100 mg/cc to 0 and
200 mg/cc for the calibration lines is justified since for simi-
lar mineral standards, Cann et al.6 found that calibration lines
are linear between 0 and 400 mg/cc K2HPO4 in water and
Im et al.13 found that calibration lines are linear between 0
and 310 mg/cc CaOH2 in paraffin.
For our implementation, rather than utilize solutions to
the integral equations, we computed the absolute displace-
ments between the calibration lines from 0 to 200 mg/cc in
Medical Physics, Vol. 36, No. 7, July 2009steps of 1 mg/cc with a SAS routine SAS Institute, Inc.,
Cary, NC, summed those displacements, and divided the
result by 200. A comparison of the values computed with this
implementation and one using solutions to the above integral
equations for five test cases showed that the values were
identical.
II.C.5. Average over- or underestimates in CaCO3
concentration
Average over- or underestimates in CaCO3 concentrations
were calculated for cases in which calibration lines that were
derived for one condition are applied to the CT numbers
measured under another condition. For example, the calibra-
tion lines for “small” patients might be applied to the CT
number measurements of pulmonary nodules in the “large”
patients. Similarly, the calibration lines for the 9.5 mm diam-
eter nodules might be applied to the 16 mm and/or 4.5 mm
diameter nodules, and those for nodules in the inner loca-
tions might be applied to those in the outer locations. The
case in which the SECT calibration lines for the nodules in
the small patient are applied to the SECT numbers of the
nodules in the large patient is illustrated in Fig. 3a. The
corresponding case for DECT is illustrated in Fig. 3b.
The over- or underestimates in the CaCO3 concentrations
for both the SE and DE cases illustrated in Fig. 3 were de-
termined by dividing the vertical displacements between the
“with” and “no” fat rings calibration lines by the slope of the
“no fat ring” calibration line. This relationship can be de-
rived as follows:
Let mno fat ring be the slope of the calibration line without
fat ring and yi and xi be the change in CT numbers and
change in concentrations for lesion i, respectively. From Fig.
3a,
yi
xi
= mno fat ring. 5
Rearranging this equation,
xi =
yi
mno fat ring
, 6
and the average underestimate average
x =
xi
N
=
yi /mno fat ring
N
=
1
mno fat ring
ymean, 7
where ymean is the average distance between the with and
no fat rings calibration lines in the 0–200 mg/cc concentra-
tion range N=200, as in Eq. 4, above.
In most cases, the calibration lines with and without the
fat rings do not intersect, and ymean= y¯ as calculated in
Eq. 4. To convey representative under-/overestimates and
avoid potential ambiguities in which there are overestimates
before the intersection of such calibration lines and underes-
timates beyond or vice versa, the under- or overestimates
were computed using Eq. 6 with the y determined at a
concentration of 100 mg/cc CaCO3. This concentration was
selected because it yields CT numbers on a GE scanner that
are very similar to those of the reference nodules employed
3112 Goodsitt et al.: QCT of lung nodules: SE vs DE 3112in the original reference phantom technique of Zerhouni et
al. to distinguish benign from malignant lung nodules.5,12 In
that technique, one of the criteria employed to discriminate a
benign calcified nodule was that it contains CT numbers
greater than the CT number of the reference nodule in at
least 10% of the nodule’s cross-sectional area.12
II.D. Statistical analysis
Separate normal regression models were fitted to the CT
numbers for each study. To assess whether the calibration
lines differed due to patient/phantom size with or without
fat rings, a regression model was fitted with the size of the
nodule and nodule position as well as nominal nodule cal-
cium content and phantom/patient size, and their interaction
nested within the nodule size and nodule location. Contrasts
were estimated for each combination of nodule size and nod-
ule location to test whether the estimated calibration line for
nodules scanned in the large phantoms with the fat rings
differed significantly from the calibration lines in the small
phantoms without the fat rings. This approach is similar to
fitting separate regression models to each combination of
nodule size and nodule location, including calcium content,
patient/phantom size, and their interaction as predictors. The
only difference is that in the former case we use all data to
come up with a single estimate of the measurement error,
while in the latter, only the data for a particular nodule size
and nodule location would be used. Similarly to assess the
effect of nodule size on the calibration line, a regression
TABLE I. Mean CT numbers HU and calibration line slopes and intercepts
and without the fat ring. Locations of the individual nodules are shown in Fig
with and without the fat rings are listed as are the average underestimates
estimate the concentrations of the 100 mg/cc nodules in the large middle th
average and St. dev. represents standard deviation. p values are for average
4.8 m
Nodule position
Small middle thorax section Large
CT number
of 50 mg/cc
HU
CT number
of 100 mg/cc
HU Slope Intercept
CT num
of 50 m
HU
S
1 0.8 49.9 1.01 51.5 18.8
2 4.6 44.4 0.98 53.6 24.9
3 10.6 46.4 1.14 67.6 24.2
4 1.7 45.1 0.94 48.5 11.0
5 11.2 42.3 1.07 64.6 28.5
Ave. 5.8 45.6 1.03 57.2 21.5
St. dev. 4.9 2.8 0.08 8.4 6.8
D
1 28.8 50.6 0.44 7.0 35.7
2 24.9 51.6 0.53 1.8 23.1
3 27.5 48.2 0.41 6.8 18.2
4 27.1 52.5 0.51 1.6 25.6
5 23.1 47.9 0.50 1.6 18.4
Ave. 26.3 50.2 0.48 2.4 24.2
St. dev. 2.2 2.0 0.05 4.3 7.2model was fitted with the predictor phantom size and nodule
Medical Physics, Vol. 36, No. 7, July 2009location as well as calcium content, nodule size, and calcium
contentnodule size nested within the phantom size and nod-
ule location. In this model, the product of calcium content
and nodule size allowed the effect of calcium content on CT
number to be different for different nodule sizes. The SAS
system SAS Institute, Cary, NC was used for all analyses.
A 0.05 level of significance was used for all significance
testing. No multiplicity adjustments were made.
III. RESULTS
III.A. Effect of phantom size
Mean SECT and DECT numbers and slopes and inter-
cepts of the calibration lines for the nodules in the small no
fat ring and large with fat ring thorax sections are listed in
Tables I–IV for each of the conditions in the original experi-
ment and in Table V for the repeat experiment. The means in
each case are the averages of the CT numbers for each nod-
ule for the three CT scans that were performed under each
condition.
The effect of the patient/phantom size on the calibration
lines obtained for SE at 80 kVp and SE at 140 kVp and
DECT for the 9.5 mm nodules in the middle thorax section is
illustrated in Fig. 4. Although the SE measurements were
made at 80, 120, and 140 kVp, only the SE measurements at
120 kVp are listed in the tables in this paper in order to
e 4.8 mm diameter nodules scanned in the middle thorax section both with
a and 1b. Average absolute separations HU between the calibration lines
esult when the calibration line for the small middle thorax is employed to
section. note that overestimates are negative. Ave. stands for the overall
lute separations.
dules
le thorax section with fat ring
Ave. absolute
separation
HU
Ave.
underestimate
mg/cc p
CT number
of 100 mg/cc
HU Slope Intercept
30.6 0.99 68.1 19.3 19.0 0.001
25.4 1.00 75.1 19.0 19.4 0.001
29.0 1.06 77.5 17.4 15.3 0.001
28.3 0.79 50.4 16.8 17.9 0.001
20.6 0.98 77.7 21.7 20.3 0.001
26.8 0.97 69.8 18.9 18.4
3.9 0.10 11.5 1.9 1.9
53.4 0.35 18.0 4.7 6.3 0.024
51.5 0.57 5.2 1.7 0.3 0.797
43.0 0.50 6.7 5.8 12.4 0.001
51.4 0.52 0.3 1.0 2.0 0.800
42.7 0.49 5.9 5.1 10.4 0.036
48.4 0.48 0.0 3.7 3.8
5.1 0.08 10.4 2.2 7.7for th
s. 1
that r
orax
abso
m no
midd
ber
g/cc
ECT
ECTpresent a set of data that is representative and not overly
3113 Goodsitt et al.: QCT of lung nodules: SE vs DE 3113excessive. Henceforth, the SE measurements at 120 kVp will
be referred to as “SECT” and DE 80–140 kVp CT will be
referred to as “DECT.”
III.A.1. Average absolute separations between
calibration lines
The average absolute separations between the calibration
lines for the two phantom sizes for a 0–200 mg/cc CaCO3
range are listed in the tenth column in Tables I–V.
III.A.2. Average underestimates of nodule CaCO3
TABLE II. Mean CT numbers HU and calibration line slopes and intercepts
without fat rings. Average absolute separations HU between the calibration
that result when the calibration line for the small middle thorax is employed t
section positions: Figs. 1a and 1b.
9.5 m
Nodule position
Small middle thorax section Large
CT number
of 50 mg/cc
HU
CT number
of 100 mg/cc
HU Slope Intercept
CT num
of 50 m
HU
S
1 22.6 75.1 1.05 29.9 10.3
2 25.1 76.7 1.03 26.6 7.2
3 20.4 72.7 1.05 31.9 8.2
4 13.5 65.6 1.04 38.6 1.3
5 15.2 65.2 1.00 34.8 3.7
Ave. 1–5 19.3 71.1 1.03 32.4 4.7
St. dev. 4.9 5.4 0.02 4.6 5.7
6 20.2 71.9 1.03 31.5 2.1
7 14.3 65.6 1.03 37.0 5.7
8 17.0 69.7 1.05 35.7 3.5
9 18.4 72.1 1.07 35.3 3.3
10 22.9 78.4 1.11 32.6 10.8
Ave. 6–10 18.6 71.6 1.06 34.4 1.9
St. dev. 3.2 4.6 0.03 2.3 6.3
Ave. 1–10 19.0 71.3 1.05 33.4 3.3
St. dev. 3.9 4.7 0.03 3.6 5.9
D
1 23.2 48.0 0.50 1.6 25.6
2 24.1 48.5 0.49 0.2 20.5
3 22.4 46.3 0.48 1.5 19.6
4 22.3 47.2 0.50 2.7 17.3
5 22.8 47.7 0.50 2.2 16.1
Ave. 1–5 22.9 47.5 0.49 1.7 19.8
St. dev. 0.8 0.8 0.01 0.9 3.7
6 22.6 46.5 0.48 1.4 19.5
7 22.6 46.7 0.48 1.6 15.8
8 22.9 46.0 0.46 0.2 21.2
9 23.9 47.7 0.47 0.2 21.4
10 24.5 48.7 0.48 0.3 23.0
Ave. 6–10 23.3 47.1 0.48 0.5 20.2
St. dev. 0.9 1.1 0.01 0.9 2.7
Ave. 1–10 23.1 47.3 0.48 1.1 20.0
St. dev. 0.8 0.9 0.0 1.0 3.1concentrations
Medical Physics, Vol. 36, No. 7, July 2009The average underestimates that would result from using
calibration lines for the small phantom to calculate the
CaCO3 of nodules in the large phantom are listed in the 11th
column in these tables.
III.B. Effect of nodule size
III.B.1. Average absolute separations between
calibration lines
Average absolute separations between the calibration lines
for nodules of different sizes e.g., 9.5 mm vs 4.8 mm diam-
eter and 9.5 mm vs 16 mm diameter are listed in Table VI.
he 9.5 mm diameter nodules scanned in the middle thorax section with and
s with and without the fat rings are listed as are the average underestimates
mate the concentrations of the 100 mg/cc nodules in the large middle thorax
dules
le thorax section with fat ring
Ave. absolute
separation
HU
Ave.
underestimate
mg/cc p
CT number
of 100 mg/cc
HU Slope Intercept
59.5 0.98 38.9 15.7 14.9 0.001
57.5 1.01 43.0 19.2 18.6 0.001
53.7 0.91 37.3 19.0 18.2 0.001
49.2 0.96 46.7 16.4 15.7 0.001
42.9 0.93 50.3 22.2 22.2 0.001
52.6 0.96 43.2 18.5 17.9
6.7 0.04 5.4 2.6 2.9
47.6 1.00 51.9 24.3 23.5 0.001
43.9 0.99 55.4 21.7 21.1 0.001
51.1 0.95 44.1 18.6 17.7 0.001
51.3 0.96 44.8 20.8 19.4 0.001
58.3 0.95 36.6 20.1 18.1 0.001
50.4 0.97 46.6 21.1 20.0
5.3 0.02 7.3 2.1 2.4
51.5 0.96 44.9 19.8 18.9
5.8 0.03 6.3 2.6 2.7
45.9 0.40 5.4 4.9 4.2 0.481
44.9 0.49 4.0 3.6 7.4 0.159
40.9 0.43 1.7 5.4 11.2 0.082
42.1 0.50 7.5 5.2 10.3 0.030
43.5 0.55 11.3 4.2 8.3 0.016
43.5 0.47 3.8 4.7 8.3
2.0 0.06 6.3 0.7 2.7
42.1 0.45 3.1 4.4 9.1 0.142
44.0 0.56 12.3 4.5 5.7 0.028
38.5 0.35 3.9 8.3 16.2 0.018
43.5 0.44 0.6 4.1 8.7 0.202
45.2 0.44 0.8 3.5 7.2 0.372
42.7 0.45 2.3 5.0 9.4
2.6 0.08 6.1 1.9 4.0
43.1 0.46 3.0 4.8 8.8
2.2 0.07 5.9 1.4 3.3for t
line
o esti
m no
midd
ber
g/cc
ECT
ECTValues are listed for both the small and large middle thorax
3114 Goodsitt et al.: QCT of lung nodules: SE vs DE 3114and the small and large upper thorax sections to show the
effects of additional beam hardening for large “patients” on
the results.
III.B.2. Under- and overestimates of nodule CaCO3
concentrations using calibration lines for
nodules of a different size
Underestimates negative and overestimates positive of
the nodule concentrations when the calibration lines for the
9.5 mm diameter nodules are utilized to compute the concen-
trations of nodules of other sizes are also listed in Table VI.
For example, when the calibration line for the 9.5 mm nod-
ules is applied to the 4.8 mm nodules, the representative
under- or overestimate at a given nodule location was equal
to the difference between the CT number of the 4.8 mm, 100
mg/cc nodule at that location and the corresponding CT num-
ber of the 9.5 mm, 100 mg/cc nodule divided by the slope of
the 9.5 mm calibration line at that location.
III.C. Effect of nodule position
III.C.1. Average absolute separations between
calibration lines
Table VII summarizes the average absolute separations
between average calibration lines for nodules located at inner
or central lung positions and nodules located at outer nodule
positions. Values in this table are for 9.5 mm diameter nod-
ules scanned in the first study within the central thorax sec-
tion Figs. 1a and 1b and the same nodules scanned
TABLE III. Mean CT numbers HU and calibration line slopes and intercepts
and without the fat ring. Average absolute separations HU between the
underestimates that result when the calibration line for the small middle tho
large middle thorax section positions: Figs. 1a and 1b.
16 m
Nodule position
Small middle thorax section Large
CT number
of 50 mg/cc
HU
CT number
of 100 mg/cc
HU Slope Intercept
CT num
of 50 m
HU
S
6 25.8 81.5 1.11 29.9 9.8
7 21.2 75.5 1.08 33.0 3.1
8 23.7 76.9 1.06 29.4 9.1
9 27.1 80.4 1.07 26.3 12.1
10 27.4 82.7 1.11 27.9 12.0
Ave. 25.1 79.4 1.09 29.3 9.2
St. dev. 2.6 3.1 0.02 2.5 3.7
D
6 21.6 45.9 0.49 2.7 17.9
7 19.9 44.0 0.48 4.1 15.1
8 20.7 44.8 0.48 3.3 18.0
9 21.9 45.5 0.47 1.6 18.7
10 21.7 45.3 0.47 1.8 16.9
Ave. 21.2 45.1 0.48 2.7 17.3
St. dev. 0.8 0.7 0.01 1.0 1.4within the upper thorax section Fig. 2 in the repeat study.
Medical Physics, Vol. 36, No. 7, July 2009The inner positions are defined to be positions 5–7 for the
first study and positions 5 and 7 for the second. The remain-
ing positions are considered outer except for positions 1 and
6 in the second study where the CT numbers were statisti-
cally significantly greater than those at other locations. For
example, in the upper thorax section without fat rings for the
second study, the CT numbers of the nodules in positions 1
and 6 were 2–7 standard deviations greater than the mean CT
numbers of the nodules in the outer positions and 7–16 stan-
dard deviations greater than the mean CT numbers of the
nodules at the inner positions. Nodules at positions 1 and 6
were considered outliers for this comparison. In practice lo-
cations 1 and 6 would be grouped together and treated sepa-
rately from the inner and outer locations for calibration.
Table VII includes separations for both sizes of the thorax
sections with and without the fat rings.
III.C.2. Average under- or overestimates of nodule
CaCO3 concentrations using inner calibration
lines to compute concentrations of nodules at outer
locations
The average under- or overestimates that result from uti-
lizing the average calibration lines for the inner nodule po-
sitions to compute the concentrations of the nodules at the
outer locations are listed in columns 3 and 5 of Table VII.
The individual over- or underestimates that were used to
compute the averages were equal to the difference between
the 16 mm diameter nodules scanned in the middle thorax section both with
ration lines with and without the fat rings are listed as are the average
s employed to estimate the concentrations of the 100 mg/cc nodules in the
ules
le thorax section with fat ring
Ave. absolute
separation
HU
Ave.
underestimate
mg/cc p
CT number
of 100 mg/cc
HU Slope Intercept
62.8 1.06 43.3 18.7 16.8 0.001
54.2 1.02 48.0 21.3 19.6 0.001
60.8 1.03 42.6 16.1 15.2 0.001
60.7 0.97 36.6 19.7 18.5 0.001
62.4 1.01 38.3 20.3 18.4 0.001
60.2 1.02 41.8 19.2 17.7
3.5 0.03 4.5 2.0 1.7
41.2 0.47 5.5 4.7 9.7 0.083
37.4 0.45 7.2 6.6 13.7 0.011
40.2 0.45 4.3 4.5 9.4 0.146
40.1 0.43 2.6 5.4 11.4 0.069
40.6 0.47 6.9 4.7 9.9 0.045
39.9 0.45 5.3 5.2 10.8
1.5 0.02 1.9 0.9 1.8for
calib
rax i
m nod
midd
ber
g/cc
ECT
ECTthe CT number of an outer 100 mg/cc nodule and the average
3115 Goodsitt et al.: QCT of lung nodules: SE vs DE 3115CT number of the inner 100 mg/cc nodules divided by the
average slope of the calibration line at the inner locations.
III.D. Effect of anatomic section
Table VIII details a general comparison of the effects of
anatomic section on the measured CT numbers of the nod-
ules. Because the shapes of the lungs and other anatomy are
very different for the two sections and the nodule locations
are different, we chose to compare the average CT numbers
TABLE IV. Mean CT numbers and calibration line slopes and intercepts for th
and without the fat ring. Average absolute separations HU between the
underestimates that result when the calibration line for the small upper thorax
upper thorax section positions: Figs. 1c and 1d note that overestimate
Nodule position
Small middle thorax section Large
CT number
of 50 mg/cc
HU
CT number
of 100 mg/cc
HU Slope Intercept
CT num
of 50 m
HU
4.8 m
S
6 5.5 55.1 0.99 44.1 4.8
7 14.2 44.8 1.18 73.2 21.8
8 10.2 40.8 1.02 61.2 14.4
9 3.8 44.6 0.97 52.2 9.0
10 4.0 42.3 0.93 50.3 12.5
Ave. 6–10 5.3 45.5 1.02 56.2 12.5
St. dev. 7.5 5.6 0.10 11.3 6.3
D
6 34.7 55.1 0.41 14.4 38.9
7 25.0 49.2 0.48 0.8 19.6
8 30.5 54.7 0.48 6.4 25.4
9 29.0 51.5 0.45 6.4 13.8
10 32.2 50.0 0.36 14.4 24.1
Ave. 6–10 30.3 52.1 0.44 8.5 24.4
St. dev. 3.7 2.7 0.05 5.9 9.3
9.5 m
S
1 26.3 75.0 0.97 22.4 15.8
2 21.7 70.3 0.97 26.9 11.9
3 7.6 59.5 1.04 44.2 0.2
4 17.6 71.7 1.08 36.6 11.1
5 15.3 62.8 0.95 32.2 6.1
Ave. 1–5 17.7 67.9 1.00 32.5 9.0
St. dev. 6.3 5.8 0.05 7.6 5.5
D
1 24.6 48.4 0.48 0.8 28.6
2 27.2 47.7 0.41 6.6 23.8
3 18.8 44.2 0.51 6.6 20.5
4 25.3 47.7 0.45 2.9 21.7
5 18.7 45.5 0.53 8.0 18.7
Ave. 1–5 22.9 46.7 0.48 0.9 22.7
St. dev. 3.5 1.6 0.04 5.6 3.4for the five nodules in each lung.
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IV.A. Calibration lines and sensitivity of SE and DE
A review of the slopes of the calibration lines for all of the
conditions studied indicates in general that the slopes for SE
are all about 1 and the slopes of DE are all about 0.5. The
intercepts for SE, however, are quite variable ranging from
about 22 to 70 HU. Those for DE are more consistent
and within a range of about 5 to 8 HU.
The large offsets in the intercepts for SE are due to errors
in the CT numbers of the nodules arising from the very het-
and 9.5 mm diameter nodules scanned in the upper thorax section both with
ration lines with and without the fat rings are listed as are the average
ployed to estimate the concentrations of the 100 mg/cc nodules in the large
negative.
le thorax section with fat ring
Ave. absolute
separation
HU
Ave.
underestimate
mg/cc p
CT number
of 100 mg/cc
HU Slope Intercept
dules
44.3 0.98 53.9 10.8 10.9 0.001
31.3 1.06 74.9 13.5 11.4 0.001
30.9 0.90 59.6 10.0 9.7 0.001
34.4 0.87 52.4 10.2 10.5 0.001
32.5 0.90 57.5 9.8 10.6 0.001
34.7 0.94 59.7 10.9 10.6
5.5 0.08 9.0 1.5 0.6
63.1 0.48 14.8 7.9 19.4 0.133
42.4 0.46 3.3 6.8 14.0 0.150
40.8 0.31 10.1 14.4 28.8 0.005
49.9 0.72 22.2 13.9 3.6 0.004
51.0 0.54 2.8 9.3 2.8 0.187
49.4 0.50 0.7 10.5 4.8
8.8 0.15 14.4 3.5 18.1
dules
61.3 0.91 29.7 13.7 14.1 0.001
57.3 0.91 33.5 13.0 13.3 0.001
46.4 0.93 46.7 13.2 12.7 0.001
58.6 0.95 36.2 13.1 12.1 0.001
50.7 0.89 38.5 12.1 12.7 0.001
54.8 0.92 36.9 13.0 13.0
5.50 0.02 5.7 0.6 0.7
44.4 0.32 12.8 8.7 8.4 0.444
43.0 0.39 4.5 4.7 11.4 0.426
41.5 0.42 0.5 4.9 5.3 0.768
43.6 0.44 0.2 4.0 9.0 0.477
40.9 0.44 3.5 5.7 8.5 0.591
42.7 0.40 2.6 5.6 8.5
1.3 0.05 5.7 1.8 1.9e 4.8
calib
is em
s are
midd
ber
g/cc
m no
ECT
ECT
m no
ECT
ECTerogeneous compositions bone, fat, muscle, lung, air and
3116 Goodsitt et al.: QCT of lung nodules: SE vs DE 3116shapes of the surrounding thorax sections. The x-ray attenu-
ation properties of these sections are very different from the
cylindrical water or uniform plastic phantoms that are em-
ployed for the scanner’s beam hardening and scatter correc-
tions. It is interesting to note that the 120 kVp intercept that
we measured for the 9.5 mm nodules in the middle thorax
section without the fat ring 33 HU is nearly identical to
the 30 HU intercept that Cann et al.6 measured at 120 kVp
for 9.5 mm vials containing various concentrations of diffuse
calcification simulating K2HPO4 in water solutions within a
chest phantom. The 33 HU intercept for our present study
is consistent with the 37 HU intercept calculated for simi-
lar conditions in our previous work.5 In that work we also
scanned the complete set of nodules at the center of a more
homogeneous cylindrical RMI QC phantom, which resulted
TABLE V. Mean CT numbers and calibration line slopes and intercepts for the
section both with and without the fat ring. Average absolute separations HU
average underestimates that result when the calibration line for the small up
in the large upper thorax section positions: Fig. 2.
Nodule position
Small middle thorax section
CT number
of 50 mg/cc
HU
CT number
of 100 mg/cc
HU Slope Intercept
CT
of
4.8 m
S
Ave. 1–5 30.9 83.9 1.06 22.2
St. dev. 6.3 4.5 0.06 8.9
Ave. 6–10 30.4 83.5 1.06 22.6
St. dev. 4.6 4.5 0.03 5.3
Ave. 1–10 30.7 83.7 1.06 22.4
St. dev. 5.2 4.3 0.05 6.9
D
Ave. 1–5 31.4 57.7 0.53 5.1
St. dev. 3.1 1.0 0.07 6.4
Ave. 6–10 31.8 57.3 0.51 6.3
St. dev. 1.8 4.3 0.07 3.3
Ave. 1–10 31.6 57.5 0.52 5.7
St. dev. 2.4 2.9 0.06 4.8
9.5 m
S
Ave. 1–5 42.8 94.5 1.03 8.9
St. dev. 6.5 5.8 0.02 7.3
Ave. 6–10 42.4 95.4 1.06 10.6
St. dev. 3.5 4.1 0.03 3.8
Ave. 1–10 42.6 95.0 1.05 9.7
St. dev. 4.9 4.8 0.03 5.5
D
Ave. 1–5 28.2 52.3 0.48 4.1
St. dev. 3.8 2.8 0.03 5.1
Ave. 6–10 27.5 52.3 0.49 2.8
St. dev. 2.8 2.4 0.01 3.3
Ave.1–10 27.9 52.3 0.49 3.4
St. dev. 3.2 2.5 0.02 4.1in SE intercepts 7–13 HU, that were very different from
Medical Physics, Vol. 36, No. 7, July 2009those in the thorax sections, confirming the strong influence
of the phantom environment on the measured CT numbers of
the nodules.
Like Cann et al., we found a decreased sensitivity slope
HU/mg/cc of DE compared to SE. For our study, the de-
crease was by about a factor of 2 which is similar to the
factor of 2.5 found by Cann et al.6 Cann et al. noted that
although the error dispersion about the calibration line was
significantly lower for DE, the reduced sensitivity resulted in
a signal-to-noise ratio that was only slightly better for DE.
They were able to improve the sensitivity slope of DE to
almost that of SE by filtering the high energy e.g., 120 or
140 kVp x-ray beam with depleted uranium, thereby reduc-
ing the overlap between the spectra of the low and high
at study of the 4.8 and 9.5 mm diameter nodules scanned in the upper thorax
ween the calibration lines with and without the fat rings are listed as are the
horax is employed to estimate the concentrations of the 100 mg/cc nodules
middle thorax section with fat ring
Ave. absolute
separation
HU
Slope
Ave.
underestimate
mg/cc
Intercept
ber
g/cc

CT number
100 mg/cc
HU Slope Intercept
dules
74.0 1.05 31.0 10.0 9.3
5.7 0.06 9.1 2.5 2.0
73.2 1.08 34.6 10.6 9.7
5.6 0.07 4.5 1.5 2.1
73.6 1.06 32.8 10.3 9.5
5.4 0.06 7.0 2.0 2.0
52.7 0.50 2.8 5.9 9.9
4.6 0.05 6.1 3.7 9.1
50.3 0.43 7.4 8.6 13.3
4.8 0.07 6.9 5.4 10.9
51.5 0.46 5.1 7.2 11.6
4.6 0.07 6.6 4.6 9.7
dules
83.3 1.00 16.2 11.2 10.8
6.6 0.04 6.5 2.0 1.7
83.0 1.03 19.7 12.4 11.7
4.3 0.04 3.4 1.3 1.1
83.2 1.01 18.0 11.8 11.2
5.2 0.04 5.2 1.7 1.4
48.7 0.42 6.3 4.6 7.5
2.8 0.04 6.0 1.3 5.0
50.4 0.49 1.3 2.8 3.8
3.0 0.03 6.5 1.4 4.6
49.5 0.46 3.8 3.7 5.7
2.9 0.05 6.5 1.6 4.9repe
 bet
per t
Large
num
50 m
HU
m no
ECT
21.5
7.1
19.3
3.9
20.4
5.5
ECT
27.8
4.7
28.8
4.9
28.3
4.6
m no
ECT
33.6
6.3
31.6
3.3
32.6
4.8
ECT
27.5
4.3
25.9
4.8
26.7
4.4energy x-ray beams.
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over-/underestimates
In general, adding a fat ring to a thorax phantom in our
study to increase the phantom size from small to large re-
sulted in a much greater shift in the SECT calibration lines
than in the DECT calibration lines.
IV.B.1. Middle thorax section
For nodules in the large and small middle thorax section
Tables I–IV the overall average absolute separations in HU
between the calibration lines were 3.7 19.2/5.2 to 5.1 18.9/
3.7 times greater for SECT than for DECT. Also all of the p
values for these separations were significant 0.05 for
SECT, whereas the majority were not for DECT. The overall
average underestimates in the concentrations of the 100
mg/cc CaCO3 nodules when the calibration lines for the nod-
ules in the small thorax are used to estimate the concentra-
tions of those same nodules in the large thorax were also
greater for SECT than for DECT. However, excluding the
4.8 mm DE results which had wide variations the improve-
ments for DE were about one-half as great as the overall
TABLE VI. Average absolute separations between the calibration lines derive
and 16 mm diameter nodules, plus corresponding underestimates negative
diameter nodules are used to compute the concentrations of the other size 1
parentheses. Small refers to phantom without fat ring. Large refers to phanto
section, repeat study Fig. 2.
a Middle thorax sec
9.5 mm vs 4.8
Small
Average separation SECT HU 25.44.4
Average separation DECT HU 3.21.8
Average under-/overestimate SECT mg/cc 24.64.3
Average under-/overestimate DECT mg/cc 5.33.7
b Upper thorax sec
9.5 mm vs. 4.8 mm n
Small
Average separation SECT HU 10.62.7
Average separation DECT HU 6.04.7
Average under-/overestimate SECT mg/cc 10.22.7
Average under-/overestimate DECT mg/cc 11.2.6.2
-50
0
50
100
150
200
250
300
0 50 100 150 200
mg/cc CaCO3
CT
#
(H
U)
SE-80
SE-80 fat
SE-140
SE-140 fat
DE(80-140)
DE(80-140) fat
FIG. 4. Average calibration lines for the 9.5 mm diameter nodules in the
middle thorax phantom with and without the fat rings large vs small pa-
tients for single energy at 80 kVp, single energy at 140 kVp, and dual
energy 80–140 kVp techniques.Medical Physics, Vol. 36, No. 7, July 2009average absolute separations between the calibration lines
e.g., 1.6 17.7/10.8 to 2.1 18.9/8.8 times greater under-
estimates for SECT than for DECT. The reason that the
improvements in the underestimates in concentration for DE
are about one-half of what would be expected based on the
shifts in the calibration lines is that the slopes of the DE
calibration lines are about one-half the slopes of the SE cali-
bration lines. For example, consider the 9.5 mm diameter
nodules in the small and large middle thorax sections Table
II. The average absolute separations between the calibration
lines in the two phantom sizes are 19.8 HU for SECT and 4.8
HU for DECT, which differ by a factor of 4.1. The slopes for
the SE calibration lines are about 1.0 and the slopes for
DECT are about 0.5, and the average concentration underes-
timates are 18.9 mg/cc for SECT and 8.8 mg/cc for DECT,
which differ by a factor of 2.1.
IV.B.2. Upper thorax section
For the upper thorax section in the original study Table
IV, the effects of patient/phantom size on the SECT and
DECT calibration line separations and underestimates were
considerably less than and in some cases inconsistent with
the middle thorax section results discussed above. However,
the separations between the calibration lines were still sig-
nificant for all of the SECT and not for a majority of the
DECT. For the 9.5 mm diameter nodules in the upper thorax
section, the overall average separation between the calibra-
tion lines for the small and large upper thorax phantoms were
2.3 times 13.0/5.6 greater for SECT than for DECT vs 4.1
times in the middle thorax, and the average underestimates
that result from using the calibration lines for the small phan-
tom to estimate the concentration of the nodules in the large
phantom were less for DECT by a factor of 1.5 13.0/8.5.
For the 4.8 mm nodules, the overall average separations be-
tween the calibration lines were nearly the same for SECT
10.9 and DECT 10.5 vs 5.1 times less for DECT in the
the 9.5 mm diameter nodules and the calibration lines for the 4.8 diameter
erestimates positive that result when the calibration lines for the 9.5 mm
g/cc nodules. Standard deviations for each set of comparisons are shown in
th fat ring. a Middle thorax section Figs. 1a and 1b. b Upper thorax
Figs. 1a and 1b
nodules 9.5 mm vs 16 mm nodules
Large Small Large
25.84.7 7.82.2 9.83.8
6.12.5 2.11.1 4.42.5
26.94.1 7.52.3 10.03.8
10.98.9 4.32.3 5.46.9
repeat study Fig. 2
s, positions 1–5 9.5 mm vs. 4.8 mm nodules, positions 6–10
Large Small Large
10.41.7 11.93.0 11.13.4
5.82.5 5.34.2 5.73.8
9.32.3 11.22.6 9.44.7
9.08.6 10.19.3 0.612.2d for
or ov
00 m
m wi
tion
mm
tion,
odule
3118 Goodsitt et al.: QCT of lung nodules: SE vs DE 3118middle thorax. The resulting overall average underestimates
in the CaCO3 concentration of the 100 mg/cc nodules were
consistent for SECT 10.60.6 mg /cc but varied widely
for DECT, ranging from an underestimate of 28.8 mg/cc to
an overestimate of 19.4 mg/cc. As indicated above, the worst
results for DECT for the upper thorax section prompted us to
repeat this part of the experiment. The results of the repeated
study were more consistent with the results for the middle
thorax section, but they still had the same trends. For the 9.5
mm nodules Table V, the overall average separation be-
tween the calibration lines for the small and large phantoms
was greater for SECT than for DECT by a factor of 3.2
11.8/3.7, and the overall average underestimates in CaCO3
concentration were less for DECT than for SECT by a factor
of 2.0 11.2/5.7. For the 4.8 mm nodules Table V the sepa-
rations were 1.4 10.3/7.2 times greater for SECT than for
DECT. The underestimates in the CaCO3 concentration were
less variable than in the previous experiment, but they were
worse for DECT than for SECT by a factor of 1.2 11.6/9.5.
IV.C. Effect of nodule size
In general, the average absolute separations between the
calibration lines for nodules of different sizes at correspond-
ing lung positions were much smaller by factors of 1.8
TABLE VII. Average absolute separations between the calibration lines deriv
derived for 9.5 mm diameter nodules at outer locations and the resulting und
of 9.5 mm diameter, 100 mg/cc nodules at the outer locations when the ave
Standard deviations of under-/overestimates are in parentheses. a Middle th
Small phantom
Average absolute separation
HU
Under-/overestimate at outer loca
mg/cc
a Middle thorax sec
SECT 5.3 5.24.3
DECT 0.5 1.02.1
b Upper thorax sec
SECT 4.8 4.51.4
DECT 1.9 2.03.2
TABLE VIII. Comparison of CT numbers in upper thorax small lungs and
II and IV.
Small phantom
CT number at 50 mg/cc
HU
CT numbe

S
Large lungs 19.3
Small lungs 17.7
Difference large−small 1.6
D
Large lungs 22.9
Small lungs 22.9
Difference large−small 0Medical Physics, Vol. 36, No. 7, July 200910.6/6.0 to 7.9 25.4/3.2 for DECT than for SECT for
both thorax sections and both phantom sizes Table VI. Use
of the calibration lines for the 9.5 mm nodules to estimate
the CaCO3 concentrations of the 100 mg/cc nodules of other
sizes at corresponding lung locations yielded mixed results.
For the middle thorax section, the magnitudes of the under-
estimates or overestimates that resulted were typically less
for DECT than for SECT but there were wide variations in
the DECT results standard deviations of 7–9 in the large
phantom. For the upper thorax section, both with and without
the fat ring, the results of using the 9.5 mm calibration lines
to estimate the CaCO3 mg/cc of the 100 mg/cc 4.8 mm nod-
ules were essentially equally poor over- or underestimates
of about 9–11 mg/cc for both SECT and DECT in contrast
to the results obtained for the same nodules within the
middle thorax section.
IV.D. Effect of nodule position
With respect to nodule position, the trend that the DECT
calibration lines are less dependent upon nodule position is
observed. In particular, for three of the four conditions in
Table VII, the over- or underestimates of the concentrations
r 9.5 mm diameter nodules at inner lung locations and the calibration lines
mates negative or overestimates positive in the computed concentrations
calibration lines for the inner locations are employed in the computations.
section Figs. 1a and 1b. b Upper thorax section, repeat study Fig. 2.
Large phantom
Average absolute separation
HU
Under-/overestimate at outer locations
mg/cc
Figs. 1a and 1b
9.5 9.84.2
4.3 0.45.1
repeat study Fig. 2
7.5 7.62.3
4.3 8.84.4
le thorax large lungs: 9.5 mm nodules; averages for positions 1–5, Tables
Large phantom with fat ring
00 mg/cc CT number at 50 mg/cc
HU
CT number at 100 mg/cc
HU
4.7 52.6
9.0 54.8
4.3 2.2
19.8 43.5
22.7 42.7
2.9 0.8ed fo
eresti
rage
orax
tions
tion
tion,midd
r at 1
HU
ECT
71.1
67.9
3.2
ECT
47.5
46.7
0.8
er than the nodules were obtained by manual placement
ue described in Sec. II C 1 Table IV and V for nodules
upper thorax with fat ring
O R O R
120kVp 120kVp 140kVp 140kVp
48 48 41 45
83 84 80 82
19 21 17 17
749 757 753 756
247 255 232 237
12 19 19 14
35 73 23 61
0 4
0 2
2 1
8 3
8 8
32 34
39 37
3119
G
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n
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vs
D
E
3119
M
edicalPhysics,V
ol.36,N
o.7,July
2009TABLE IX. Comparison of measured CT numbers of “tissues” in upper thorax phantom for the original O and the repeat R study. CT numbers for tissues oth
of ROIs in images. CT numbers of nodules represent the averages for the 4.8 mm diameter nodules in positions 6–10 obtained using the automated techniq
at 120 kVp.
Tissue
Small upper thorax Large
O R O R O R O R
80kVp 80kVp 120kVp 120kVp 140kVp 140 kVp 80kVp 80kVp
CT number HU
Heart muscle 69 73 49 52 44 48 66 67
Fat 111 116 100 100 91 95 97 95
Muscle 39 50 20 33 17 26 26 30
Lung 749 753 751 756 752 757 747 755 
Bone marrow 311 319 255 258 240 243 308 309
4.8 mm, 50 mg/cc nodule 19 56 5 30 11 24. 5 43
4.8 mm, 100 mg/cc nodule 87 130 46 84 35 72 73 111
Difference repeat−original
Heart muscle 4 3 5 1
Fat 5 1 4 2
Muscle 11 13 9 5
Lung 4 5 4 8
Bone marrow 8 3 3 2
4.8 mm 50, mg/cc nodule 37 36 35 38
4.8 mm, 100 mg/cc nodule 43 38 38 38
3120 Goodsitt et al.: QCT of lung nodules: SE vs DE 3120of the nodules at the outer locations from computations using
the average calibration lines for the inner nodules are smaller
for DE than for SE.
IV.E. Effect of anatomic section
From results shown in Table VIII, anatomic section and,
in particular, lung size appear to have very little effect
4.3 HU on CT numbers both for SE and DE. This is in
contrast to the results of our previous study comparing the
CT numbers of nodules in two relatively small air cavities
representing lungs within a water equivalent phantom in
which case the CT number of a 50 mg/cc nodule decreased
from 37 HU in a 1.8 cm diameter cavity to 19 HU in a 4.4
cm diameter cavity. Thus, the effect appears to be minimal in
lung regions of sizes that are more representative of those in
the upper and middle regions of the chests of patients. How-
ever, the changes may still be significant when comparing
the CT numbers in these sections to those in sections where
the lungs are very small e.g., the apices.
IV.F. Effect of scanner software version
It is interesting to compare the measured CT numbers and
computed slopes and intercepts for the nodules in the upper
thorax section for the first study Table IV to those in the
repeat study of the same section Table V. Considering po-
sitions 6–10 which are essentially identical for the two stud-
ies Figs. 1c and 1d vs Fig. 2 it is observed that, on
average, the CT numbers of the 4.8 mm diameter nodules in
the second study are about 36 HU greater than those in the
first study for SECT. We investigated this further, measuring
the mean CT numbers within ROIs manually positioned at
identical locations within the heart muscle, fat, muscle, lung,
and bone marrow regions on the images of the thorax sec-
tions for the two studies. The values for these “tissues” in the
two studies were far more similar typically within about 8
HU or less 13 HU or less for muscle than the values for
the nodules. The CT number values are tabulated for all kVp
in Table IX, below.
A possible explanation is that a different scatter correction
was applied in the CT reconstruction algorithm in the second
study, and this affected mostly the CT numbers of the nod-
ules within the lung region. GE confirmed that there was a
different scatter correction for the two studies software ver-
sions for first and second studies were 05MW31.6 and
06MW03.4, respectively and that this could be a probable ex-
planation for the shift in the CT numbers.14
The consequences of the shifts in the measured CT num-
bers of the nodules on the estimated CaCO3 concentration of
the nodules can be illustrated by computing the CaCO3 con-
centrations for the 100 mg/cc, 4.8 mm diameter nodules in
the repeat study when using the calibration lines from the
original study. For the small upper thorax section no fat
ring, the computed CaCO3 concentrations of the 100 mg/cc
nodules are 137 mg/cc for SECT and 110.9 mg/cc for DE.
The computed values for the same nodules in the large upper
thorax section are 141.4 mg/cc for SECT and 102 mg/cc for
Medical Physics, Vol. 36, No. 7, July 2009DE. Thus, the overestimates of the concentrations of the nod-
ules are appreciable for SECT but minor for DE.
IV.G. Proposed methods for improving calcium
estimates
Several techniques could be used to improve the accuracy
of the DECT measurements. One would be to filter the high
kVp x-ray beam with a high atomic number material, thereby
increasing the separation between the low and high energy
spectra and independence of the measured low and high en-
ergy CT numbers. Cann et al.6 found that this could increase
the slope of the DECT calibration line by a factor of 2.4. As
long as this change does not significantly increase the sepa-
ration between the calibration lines for the patient and refer-
ence standard phantom situations, the under- or overesti-
mates in computed calcium concentrations would be reduced
by about the same 2.4 factor see Eq. 7. One manufacturer
Siemens is utilizing such a filter for DECT acquisitions on
their latest dual-source CT scanner. The inaccuracies for the
smaller nodules could be decreased by reducing the volume
averaging within the nodules. This could be achieved within
the scan plane by reconstructing the images to a smaller field
size e.g., the pixel size for the 36 cm field of view is 0.7
0.7 mm2, whereas the pixel size for a 10 cm field of view
is 0.20.2 mm2. Implementation of better beam hardening
and scatter corrections at both energies would improve the
CT number accuracy at each energy and would reduce DECT
inaccuracies due to factors that do not completely cancel in
the dual energy subtraction process. This in turn should im-
prove the material discrimination of DECT e.g., distinguish-
ing between nodules that have high CT numbers due to cal-
cifications and due to dense fibrous composition. Finally,
special filtered backprojection kernels or iterative reconstruc-
tion techniques could be used to yield more accurate CT
numbers in the central core regions of the nodules.
V. SUMMARY AND CONCLUSION
The DECT lung nodule calcium concentration estimates
in our study were in general more accurate and less affected
by differences between a the calibration phantom size and
the patient size, b the calibration nodule size and the patient
nodule size, c the calibration nodule position and the pa-
tient nodule position, d the calibration phantom anatomy
and the patient anatomy, and e the software changes in the
CT reconstruction. Yet, the DECT estimates were still inac-
curate by about 9–11 mg/cc even in the middle thorax sec-
tion where the best results were obtained. Also, there were
some inconsistencies in which DECT estimates were worse
than SECT, especially in the upper thorax section with the
smaller 4.8 mm nodules.
Most of the inconsistencies may be due to errors caused
by beam hardening, volume averaging, and insufficient sam-
pling. Targeted, higher resolution reconstructions of the
smaller nodules, application of high atomic number filters to
the high energy x-ray beam for improved spectral separation,
and other future developments in DECT may alleviate these
problems and further substantiate the superior accuracy of
3121 Goodsitt et al.: QCT of lung nodules: SE vs DE 3121DECT in quantifying the calcium concentrations of lung
nodules. Future investigations would be directed toward op-
timizing the DE technique with respect to radiation dose and
accuracy on state-of-the-art rapid kVp switching and dual-
source CT scanners, verifying the independence of the opti-
mized DE calibration lines on patient body size, anatomic
region, nodule size, and nodule position and incorporating
the DE method in a computer-aided diagnosis system for
assisting radiologists in differentiation of malignant and be-
nign lung nodules in patients.
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